[Project about how to deal with the interrupted test of environmental test for medical electrical equipment].
The environmental test for medical electrical equipment may be interrupted by power cut or the equipment broken and so on. For the purpose of standard and valid testing, this paper puts forward a project about how to deal with the interrupted disposal of environmental test for medical electrical equipment. The project aims at the environmental requirements and test methods for GB/T 14710--93.